From: 

Sent: 

To: 


Subject: 


Lefkin, Howard <Howard.Lefkin@umassmed.edu> 

Tuesday, December 02, 2008 1:33 PM 

Aspeslagh, Bruce (SRC); Cheryl Gauthier; Dina Caloggero; Clemmer, Jill (DPH); Nassif, 
Julianne (DPH); Karin.Riddle@umassmed.edu; Nawn, Kathleen (DPH); Han, Linda 
(DPH); Oliver.McConnell@umassmed.edu; Elvin, Paul (DPH); Belanger, Peter (DPH); 
Raimond Konomi; Smole, Sandra (DPH); Hennigan, Scott (DPH); Ridley, Stephen 
(DPH); Swanson, Tanya (DPH); Stiles, Tracy (DPH); Rubin, Alan (DPH); 
Robert.Goldbaum@stat.ma.us; Salemi, Charles (DPH); Maker, Susan (DPH); Servizio, 
Paul (DPH); Kazianis, Arthur (DPH); Chen, Karen (DPH) 

Semi-annual Chemical Fume Hood and Biosafety Cabinet Testing 


The Semi-annual Chemical Fume Hood and Biosafety Cabinet Testing will be performed by B&V Testing this Thursday 
and Friday, 12/4/08 and 12/5/08. 

For secured laboratory areas, please let me know if there are any times when the labs will not be available to B&V Testing 
or what times are available for issuing security badges. 

Thank you, 

Howard Lefkin 
X6207; 

508-340-7169 (cell) 
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